[Optimized recording of results of the lymphocytotoxicity test using a luminescent attachment to Biolam-P-I microscope].
The fluorescent attachment appreciably simplifies the procedure of recording the results of the lymphocytotoxic test, is compact, economic, and easily inserted in the Biolam-P-I inverted microscope. Use of fluorescent stains helps selectively stain viable and intoxicated cells, thus simplifying their estimation. The said modification may be used in HLA typing and assessment of the principal lymphocyte subpopulations in the peripheral blood.